Design of an electron microscope phase plate using a focused continuous-wave laser 
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We propose a Zernike phase contrast electron microscope that uses an intense laser focus to convert 
a phase image into a visible image. We present the relativist ic quantum theory of the phase shift 
caused by the laser-electron-interaction, study resonant cavities for enhancing the laser intensity, 
and discuss applications in biology, soft materials science, and atomic and molecular physics. 
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I. INTRODUCTION 

The resolution of modern transmission electron micro- 
scopes (TEMs) [15 can be more than 10,000 times the 
one of light microscopes. Yet, their imaging performance 
for thin soft matter such as biological specimens is lim- 
ited: These specimens are weakly scattering phase ob- 
jects and a perfect image of them shows almost no con- 
trast. The image is imprinted, however, on the phase 
of the electron's wave function. In optical microscopes, 
such a phase image can be made visible by Zernike phase 
contrast microscopy [2]: the part of the light beam that 
has not been diffracted by the specimen is phase shifted 
by 7r/2 by a quarter- wave plate, thus converting phase 
modulation into visible amplitude modulation. 

Quarter-wave plates for TEMs have been suggested 
early Q but could not be fabricated until recently. Ex- 
amples are thin carbon film phase plates ^ , electro- 
static (einzel lens) designs [il,^^ or thin bar magnets [8|. 
Although the most recent implementations are greatly 
improved over earlier versions [9], they are still prone to 
becoming electrostatically charged when they are hit by 
an electron beam. This causes distortion of the image. 
While it ought to be possible to overcome this limitation 
by using suitable materials and by keeping the surface of 
devices extremely clean, such solutions are not necessar- 
ily well suited for routine TEM applications. Moreover, 
microfabricated phase plates induce electron loss, leading 
to reduced performance. 

Attempts have also been made to use bi-prism electron 
holography to record the phase of the electron beam, but 
this approach has been largely abandoned because subtle 
charging effects in the specimen itself result in degraded 
temporal coherence in an off-axis hologram, whereas they 
have little effect on the in-line holography that is pro- 
vided by Zernike phase-contrast imaging. 



* Electronic address: hm@berkeley. edii] 



In view of these challenges, the phase shift that occurs 
when an electron passes through a beam of light [lo[ is 
here envisioned as an alternative way to achieve phase 
contrast. To provide the high required laser intensities, 
a pulsed laser can be used together with a synchronized 
pulsed TEM [Til. However, using a pulsed-source TEM 
introduces new constraints for routine TEM applications, 
e.g., lower averaged electron flux and thus longer data 
collection periods, as the electron density during a pulse 
cannot be higher than in cw operation to avoid space 
charge effects, and potentially greater complexity. 

In this Article, we propose designs for a continuous 
wave (cw) version of an optical-beam quarter- wave plate 
that we believe will be suitable for general use in a TEM. 
We will derive the phase shift of an electron wave and 
discuss implementations that reach the required small 
spot size and high intensity using focussing optics and 
optical cavities. Finally, we will discuss applications for 
biological specimens and other soft-matter specimens and 
give an outlook on other potential applications. 



II. ORIGIN OF THE PHASE SHIFT 

The phase shift of the electron wave function caused by 
the laser can be explained by the ponderomotive force, 
a repulsive force felt by electrons entering the electric 
field of a laser. It is given by (j) = haXp6t/m^ where 
h is the reduced Planck constant, a the fine structure 
constant, A the laser wavelength, p the photon density, 
m the electron mass, and St the time interval. This is 
a nonrelativistic result. In the TEM, however, the elec- 
tron energy is comparable to mc^ and thus relativistic 
corrections may be significant. 

In order to obtain a relativistically correct result, we 
now derive the phase shift using the theory of quantum 
electrodynamics [13]. The electrons, long before the in- 
teraction with the laser, are described by a quantum state 
A scattering matrix S = 1 + 5'^"'^^ +5^^^ + . . . describes 
the evolution of \i) into the final state |/) = S\i)^ which 



2 





FIG. 1: Feynman diagrams for Compton scattering, pi, and 
P2 respectively denote the initial, intermediate, and final mo- 
mentum of the electron, ki and /c2 are the photon momenta. 



we define long after the interaction. The first order /S^^^ 
describes emission or absorption of a single photon by an 
electron. This violates energy and momentum conserva- 
tion, so S^^"^ = 0. It is important for us that this still 
holds if the laser beam is focussed: the electric field of 
the focussed beam can be described in the momentum 
representation by a superposition of plane waves of var- 
ious directions. Since S'^^^ = for each of these plane 
waves, regardless of their direction or polarization, it is 
also zero for the focussed beam. 

The leading nonzero effects are described by the sec- 
ond order, S'''^\ Most of these take place whether or not 
the electrons interact with the laser {e.g., annihilation, 
electron-electron scattering, self-energy, and vacuum po- 
larization ) and do not contribute to the phase shift of 
interest. The remaining process (Fig. [1]), called Comp- 
ton scattering, can transfer momentum and energy to the 
electron. The scattering rate for such transfer happens is 
r = (jTpv^ where (Jt = [ah/{mc^)]'^ is the Thomson cross 
section and v the electron velocity. Since electrons whose 
momentum has changed do not contribute to the TEM 
image, Compton scattering with momentum transfer is a 
loss mechanism. 

The desired phase shift is caused by the degenerate 
case of Compton scattering without momentum transfer. 
From the Feynman diagrams in Fig. [TJ the scattering ma- 
trix S can be calculated by following the Feynman rules, 
see Ref. [13], chapter 7.3. If we define (j) = (/| 5^^^ 
the result can be expressed as (using h = m = c = 1) 



Sa 
Sb 



2V^^E^^ Ep^ ujki 

-e^ii(p2)^^2)^5'F(<7)^^l)^(pi)<^'''(^l)<^(^2), 

-e^fx(p2)^^i)^5'F(g)^^2)^(pi)^i'^(^2)^i(^i).(l) 



Sa and Sb denote terms arising from Fig. [TJ A and 
B. Here, (5^^^ is the four dimensional Dirac delta func- 
tion, V the normalization volume, Ep the energy of an 
electron of 4-momentum p, ujj^ the photon frequency, 
Sf the Feynman propagator [13], and u and ^describe 
electron and photon polarization, respectively. Since 
no momentum is transferred, ki = ^2 and we iden- 
tify p = {ki)a{ki)/V as the photon density operator. 
Physically, this means that the emission of the outgo- 
ing photon is stimulated by the laser, in contrast to the 
non-degenerate case that is treated in most textbooks. 
We obtain [M] ^ = -[ie^p/{2EpUj)]u{p)[{J/)/{pk)]u{p)St. 



In our TEM (Fig. [3j), the electron beam travels along 
the z axis and the laser orthogonally along y. Further- 
more, we choose the polarization of the laser orthogonal 
to the direction of the electron beam. It follows that 
pk = —Epuo + pk 



-EpUj and 



-e^p5t 



u(p) [—7^0; + 7^A:] u{p) 



hapXdt 



(2) 

This agrees with the non-relativistic result if p/c <C m. 

If the laser is polarized parallel to the electron beam, 
pk = —EpUO + Pzkz and (j) = {l/2)Xhap5t/ {pz/ c — 
^Jvn? -^p^ jc^). For nonrelativistic electrons, this is a 
factor of two lower than Eq. (|2j). 

We remark that we have treated the laser beam as a 
plane wave. A focussed beam could be described by a 
superposition of plane waves in the momentum represen- 
tation. We can treat each of them in the above manner 
and calculate the combined effect. This will not lead to 
strong modifications of our results, because (i) even for 
the strongly focussed beams considered below, the major 
part of the optical power propagates at wavevectors hav- 
ing relatively small angles with the optical axis, and (ii) 
even for arbitrary wavevectors, the phase shift caused is 
not zero or of opposite sign, ruling out cancellations. 

If (/) <C 1, it clearly describes a phase shift: |/) = 
(1 + \i) ^ e^^ To see that this still holds for large 
(/), we divide the time interval St into several small ones. 
Repeated application of the S^'^\ once for each small in- 
terval, shows that \f) = e'^^ This process amounts to 
summing an infinite series of Feynman diagrams, in which 
the processes of Fig. [1] A, B happen 1,2,3,. . . times. This 
is valid as long as other processes such as non-degenerate 
Compton effect remain negligible. This is satisfied in our 
case: the fraction of electrons lost per radian of phase 
shift is given by r/(j) = a{v/c){Xc / X)- This is about 
10~^ for A = 1 pm and thus negligible. 



III. DESIGN OF THE LASER PHASE PLATE 

A. Near-spherical cavity 

We now study how this phase shift can be applied for a 
cw phase contrast TEM. The basic challenge is to reach 
a sufficient photon density, which requires a large laser 
intensity. However, since the phase shift is proportional 
to the laser wavelength A, we can use the longest wave- 
length at which we can still achieve a focus of the re- 
quired size. The smallest focus for a given wavelength 
is achieved by the TMnOl mode in a spherical resonant 
cavity [17] shown in Fig. [2]B. The cavity provides both 
focussing as well as resonant enhancement of the inten- 
sity: the laser has to supply only the power lost at the 
cavity walls. The focus has a half-intensity radii of 0.25A 
and 0.20 A in x and ^/-direction, respectively; the largest 
intensity maxima other than the focus are less then 10% 
of the intensity at the focus and can be neglected. 
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To determine the required laser power, we calculate 
the energy flow SEqTt / {Acjiiok'^) towards the cavity walls, 
where Eq is the peak electric field at the focus, given 
the electric field in the cavity [l7]. The cavity walls re- 
fiect most of this back, but P = 3(1 - r)E^7r/{4r]P), 
where r is the refiectivity of the cavity walls is lost and 
has to be replaced by the laser. Expressing the pho- 
ton density by the electric field E"^ = 2phujcjiio (where 
the factor of 2 accounts for the time averaging of the 
intensity) and integrating along the z-axis J^^E'^{x = 

0,y = 0,z)dz = lEl\ we obtain (/> = 
where 7 = 1/ ^Jl — j (? ^ or 




where A/" 0.15/(1 -r). 

Such cavities can use metal coatings for the inner walls. 
For gold, for example, r ~ 0.98 in the infrared. Achieving 
optimal phase contrast with a cut-on spatial frequency of 
1 / (40 nm) with a modified FEI Titan electron microscope 
that is available at Berkeley requires a half-intensity ra- 
dius of about 2 microns at an electron energy of 80keV 
or 1 micron at 300 keV. The longest wavelength at which 
a 2/im focus can be achieved is about A 10 /im. If 
we choose a CO2 laser at 10.6 /im and let r = 0.98 and 
V = c/2, we need a power of about 7.5 W. A 1-micron 
focus can be achieved using P = 39 W at A = 2 mum or 
P = 75W at 1064 nm. 

To help coupling the laser power into the TMnOl mode, 
distortion of the sphere will lift the degeneracy of modes: 
the desired mode can then be selected by tuning the laser 
frequency. Coupling the laser beam into the cavity can 
be achieved, e.^., via a hole of radius rin = Ryj2(\ — r)/3 
in the cavity, where R is the radius of the cavity. This ra- 
dius is determined such that the power lost at the walls 
balances the one delivered through the hole when the 
electromagnetic field of the laser matches the resonant 
field inside the sphere. The laser-cavity coupling effi- 
ciency is then given by the overlap integral of the laser 
and the cavity field. For a Gaussian laser beam, the 
optimum power transfer is 50.4% and occurs when the 
1/e^ intensity radius ('waist') of that beam equals the 
hole radius and a lens of appropriate focal length is used 
(Fig. [2] A). The overlap can be increased by transforming 
the Gaussian beam into a uniform- intensity beam, which 
is possible with 84-90% efficiency [18j, |l9[. In order to 
maintain resonance, the laser frequency can be stabilized 
to the cavity resonance (or vice versa) using the Pound- 
Drever-Hall [20] or similar methods. 

B. Piano-parabolic cavity 

A parabolic mirror with radius much larger than fo- 
cal length produces a focus with an electric field similar 
to the one in a spherical cavity. Together with a planar 
partial mirror, a piano-parabolic cavity can be realized. 




FIG. 2: A: setup for a phase contrast TEM using a near- 
spherical resonant cavity. The electron beam is propagating 
orthogonal to the paper plane. B: Intensity of the TMnOl 
mode in a spherical cavity. Shown is a 2-dimensional contour 
plot as well as the intensities along the x and y axes through 
the focus, respectively. 



see Fig. [3l This is easier to manufacture, as no hollow 
spheres need to be produced. Moreover, the partial mir- 
ror is planar or near-planar and can thus have a low-loss 
dielectric coating. Finally, the laser beam feeding the 
cavity is collimated, simplifying mode-match. The phase 
shift is given approximately by the same equation as for 
the sphere, but r is replaced by an effective reffectivity 
Teff, which is reduced because of losses when the photons 
spill over the perimeter of the mirror, reff =0.9 might 
be possible, and the required laser power is now 35 W. 
Such an arrangement could thus satisfy all requirements 
using a CO2 laser. 



C. Fabry-Perot cavity 

Power buildup by factors of 100,000 or more [21] are 
possible with high-reffectivity dielectric mirrors. Unfor- 
tunately, they can at present only be applied to rel- 
atively ffat surfaces. Cavities using such mirrors are 
called Fabry-Perot cavities; their eigenmodes are Gaus- 
sian beams [l5] . In order to keep losses due to the mirror 
aperture below a part per million, we choose the mir- 
ror radius Vm ^ (5/2)k;(L/2), where w{L/2) is the 1/e^ 
intensity radius of the beam at the mirrors. This re- 
sults in a radius wq = (5/2)A/(7rNA) of the focus, where 
NA = Tm/R- The phase shift is given by Eq. ([3]) where 
the factor JV = 0.030/(1 - r). 

At present, commercial dielectric mirrors reach 
NA=0.04. At A = 532 nm and a Finesse J* = 7r/(l - r) = 
50, 000, we would thus need a laser power of 8 W, which 
is available from commercial lasers. However, to obtain 
an 1/2 intensity radius of 2/im, which corresponds to 
an 1/e^ intensity radius of wq = 1.7 /im, a minimum 
NA=0.25 is required at A = 532 nm. If such a cavity 
could be built with a Finesse of 7,500, it would reach the 
required phase shift with an 8 W laser. Even then, how- 
ever, the standing wave in the cavity will have a large 
number of maxima and minima along the beam direc- 
tion, forming a phase grating that diffracts the electron 
beam and is thus undesirable. Also, the half width of the 
intensity in the y direction is given by the Rayleigh range 
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reflector 



Parabolic mirror 



FIG. 3: Alternative realizations of laser phase plates. A: 
piano-parabolic cavity; B: high-NA lens; C: high-NA lens with 
retroreflector; D: two focused, retroreflected beams. The elec- 
tron beam is propagating orthogonally to the page. 



zr ^ 7rA/(2NA)^, and is even larger than w^. These dis- 
advantages are alleviated at high NA^ 1, which makes 
the central maximum dominate. 



D. Designs without cavity 

A simple way to achieve this is a lens of large numer- 
ical aperture NA, see Fig. [3l not using a cavity. If the 
aperture of the lens is 3/2 times the waist at the 

lens (so that it transmits 99% of the laser power) the 
resulting radius of focus is ~ A/(2NA). The phase 
shift is given by Eq. (|3|) with M = 0.048NA. With a NA 
of 1, the maximum wavelength in this implementation is 
about 3 /im. Unfortunately, a power of about 4 kW would 
be required even if NA=1. At A = 10.6 jam with NA=1, 
this is reduced to P = 1.2 kW is required, but this results 
in Wo = 5 /im, about 3 times too large. 

In Fig. [3]C, a standing wave is generated, which has a 
half-intensity half- width of A/8 in the beam direction at 
the cost of a more complicated intensity profile that has 
several minor peaks. If the focal point of the lens and 
the mirror coincide, the electric field there is doubled 
and the intensity quadrupled, resulting in A/" = 0.19 NA. 
To obtain low spot size in two dimensions, two standing 
waves can be overlapped as shown in Fig. [3l D. If these 
two beams have polarizations orthogonal to the electron 
beam, and thus orthogonal to each other, their electric 
fields add geometrically and Af = 0.19NA. A similar im- 
plementation might use the focused spot as in Fig. [3]B 
and use mirrors to turn the beam 270 degrees and bring it 
in through a second lens, similar to Fig. [3]D. We remark 
that at high NA, the theory of Gaussian beams becomes 
inaccurate [16]. Depending on the combination of op- 
tics and polarization, a factor of safety of 1.2-2 should be 
applied to the above estimates at NA=1. This is a fur- 
ther advantage of the spherical or piano-parabolic cavity, 
where exact analytical expressions have been used to cal- 
culate the fields. 



IV. APPLICATIONS 

At present, the spherical or piano-parabolic cavities 
appear to be the most promising approaches to construct 
a cw laser phase plate. Such a phase plate has a num- 



ber of important advantages over microfabricated ones: 
Since it does not use mechanical structures inside or near 
the electron beam, it can be completely free of the un- 
wanted electrostatic charging that can occur when elec- 
trons hit a sohd-phase target, under conventional vacuum 
conditions. Also, almost none of the electrons that pass 
through the optical beam are lost, in contrast to thin film 
or microfabricated phase plates. Moreover, laser phase 
plates are not subject to the aging experienced by thin 
carbon- film phase plates [22]. 

Development of such a rehable phase plate would sig- 
nificantly expand the usefulness of TEMs in biology and 
in soft-materials science. In current practice, the only 
option for generating contrast for thin organic materials 
like biological specimens is to emulate a phase plate by 
intentionally using a rather large amount of defocus, com- 
bined with spherical aberration [23]. Contrast transfer in 
a defocused TEM image is quite poor, for example, for 
the low spatial frequencies that carry most of the infor- 
mation about the size, shape, and location of an object; 
it also suffers from contrast reversals (and accompanying 
zeros) as well as from a damped envelope at higher reso- 
lution, when the amount of defocus is increased enough 
to improve the contrast transfer at low frequencies. By 
contrast, the laser phase plate would provide full image 
contrast at low and high resolution at the same time. 
Use of a quarter- wave phase plate in biology will make it 
possible to image much smaller protein complexes than 
can currently be visualized by defocus-based phase con- 
trast, as has been demonstrated with the use of a thin- 
film phase plate [22|- In most soft-matter applications, 
the density differences are even smaller than they are for 
biological materials that are embedded in vitreous ice, 
and thus it is hardly possible to image polymer blends, 
etc. with defocus-based phase contrast. In soft-matter 
applications, the use of a quarter- wave phase plate will 
thus open up greater possibilities for imaging unstained 
specimens under low-dose conditions. 



V. OUTLOOK 

As an outlook, the intense 3 dimensional laser foci gen- 
erated for this work can also be used as very deep dipole 
traps for electrons [25], atoms, and molecules. Trap 
depths could be in the range of tens or even hundreds of 
Kelvin, allowing, for example, to trap room-temperature 
atoms of almost any kind and localize them to better than 
0.5 microns. This would allow for spectroscopy of exotic 
species. For example, spectroscopy of the ~5-6 eV transi- 
tion in the Thorium 229 nucleus would allow for the con- 
struction of clocks based on nuclear energy levels but has 
so far been thwarted by the lack of a suitable atom trap. 
The dipole trap proposed here could solve this problem 
and thus lead to higher precision clocks (as the nucleus of 
an atom is less sensitive to the environment than the elec- 
tron shell), tests of the time variability of fundamental 
constants of unprecedented accuracy, or searches for an 
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electron electric dipole moment [24]. Moreover, a phase 
contrast TEM could be used for scattering-free quantum 
nondemolition imaging of atoms, ions, or molecules. 
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